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Application of Hilbert Spectroscopy to Pulsed
Far-Infrared Radiation
V. Shirotov, Y. Divin, U. Poppe, H. Larue, E. Zimmermann, A. Ahmet, H. Halling, and K. Urban
Abstract—We present our results on the development and
characterization of a prototype of Hilbert spectrometer, which is
intended to operate with pulsed far-infrared radiation. The new
prototype consists of high- Josephson detector in an optical
cryostat, analog electronics with the bandwidth of 14 MHz, and
a DSP-based data acquisition system, controlling spectroscopic
measurements. The specially developed digital data acquisition
system gives a possibility to operate in two regimes—with and
without integration of the pulsed signal. The tests have been
carried out using pulsed 94 GHz radiation with pulse duration
of 200 ns and a pulse repetition rate of 1 MHz. A measuring time
of 7 ms for a data set of 512 spectral points has been realized. It
has been demonstrated, that in a broadband ( 10 MHz) regime
of measurements without integration the developed spectrometer
has a dynamic range of external signal power of 17 dB, which
can be enhanced by using integration function.
Index Terms—Far infrared spectroscopy, high- Josephson de-
tector, hilbert spectroscopy.
I. INTRODUCTION
H ILBERT spectroscopy is based on the ac Josephson ef-fect [1] and for a long time, due to extremely short time
constant of Josephson junctions [2], it has been considered as a
good candidate for fast spectroscopic measurements. However,
up to now, all experiments by this technique have been carried
out in rather slow regimes.
It has been demonstrated that Hilbert spectroscopy can be
reliably used in a very broadband frequency range from sev-
eral gigahertz up to several terahertz [3]. An experimentally ob-
served power dynamic range of the external signal was found to
be around 50 dB [4]. Recently, it has been also demonstrated
[5], that this technique could be sensitive enough to operate
with a conventional broadband radiation source (high pressure
mercury arc lamp), which had an extremely low spectral den-
sity in far infrared range. The usage of more powerful radiation
sources for broadband experiments with Hilbert spectroscopy
might lead to a better signal to noise ratio and to higher speed
measurements.
In last decade, several new approaches have been devel-
oped for the generation of the intensive FIR radiation, e.g.,
photoconductive or electro-optical terahertz emitters excited
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by femtosecond laser pulses [6], [7], germanium hot hole
lasers [8] and coherent synchrotron or transition radiation from
relativistic electron bunches [9], [10]. Essential features of
these new sources are a high spectral density of radiation and
the pulse operation with a repetition rate in megahertz range.
These aspects give a principal possibility to increase the speed
of spectroscopic experiments.
Hilbert spectroscopy based on high- selective Josephson
detector has been already used for spectral measurements of co-
herent transition radiation [11]. These experiments have been
carried out in a slow regime with data integration over around
10 seconds. The usage of the low-frequency electronics gave no
possibility for the resolution of the fine time structure and for a
performance of the fast measurements.
It is of interest to develop a Hilbert spectrometer, which
would be able to operate with the pulsed radiation signals and
could experimentally demonstrate advantages and potentials
of fast Hilbert spectroscopy. At present, the speed limitations
in Hilbert spectroscopy techniques come from the available
analog and digital electronics. Thus, the application of this
technique to pulsed radiation requires an enhancement of the
frequency bandwidth of the analog electronics and the speed of
the data acquisition.
Here, we present the results of the development and charac-
terization of Hilbert spectrometer prototype for the operation
with pulsed far-infrared radiation.
II. EXPERIMENT
A. Prototype of Hilbert Spectrometer
We have developed a new prototype of the Hilbert spec-
trometer consisting of an optical cryostat, a YBa Cu O
grain-boundary Josephson junction as a frequency-selective
detector, an analog electronics, a digital data acquisition and
control system. A schematic view of this prototype without the
digital electronics is shown in Fig. 1.
In this work we used grain-boundary YBa Cu O
Josephson junctions made on 2 14 NdGaO substrate
[12]. The junction was placed on a temperature control stage
in the optical cryostat. A broadband coupling of Josephson
junction with external radiation has been realized with a help of
broadband planar log-periodic silver antenna, sputtered above
the junction on the same substrate, and a silicon hyperhemi-
spherical lens, which concentrate the radiation and provide
better coupling of the antenna with a free space.
Josephson junction operation as a frequency-selective de-
tector was accomplished by an analog electronic scheme, which
applies a dc current bias through the junction and amplifies
1051-8223/03$17.00 © 2003 IEEE
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Fig. 1. Schematic view of the cryogenic and analog electronics parts of the
new Hilbert spectrometer prototype.
signals from it. The main part of an amplifying part of this
scheme was based on a cryogenic low-noise preamplifier
LNA-1618 with noise level 0.16 nV/(Hz) [13]. This analog
scheme had its own battery power supply and its frequency
bandwidth could be as large as 14 MHz.
A specific part of new Hilbert spectrometer prototype is its
digital electronics, which included the experiment control and
data acquisition systems. This new specially designed digital
electronics differs this prototype from all ever reported before.
The characteristic features of used hardware and software are
an operation with pulsed signals and a possibility for an opti-
mization of this process. This digital electronics represents a
circuit, which includes digital-analog converter (DAC4813AP
by Burr Brown) and analog-digital converters (ADC7810P by
Burr Brown), and whose operation is based on a digital signal
processor (DSP—TMS320C32 by Texas Instruments, Incorpo-
rated) and a field programmable gate array (FPGA—XC4010
by XILINX).
According to the basic principals of the Hilbert spectroscopy
technique [1], digital block supplies one control channel for
a scanning of the dc bias on the Josephson junction and two
recording channels for the measurements of the junction’s dc
characteristic ( – curve) and its response to the external ra-
diation ,where and are
– curves of the junction with and without radiation corre-
spondingly). The data acquisition system has also one, common
for both measuring channels, reference input, signal on which
starts the measuring process.
The developed digital electronic system has a special buffer
for a temporal storage of measured data sets. This buffer is able
to contain up to 512 data points. When the buffer is full, the
system transfers measured data array to the control PC through
a RS232 port within a 1 s time.
The control channel scans the dc signal with the rate of about
7 10 points per second. It determines the speed limitation for
the experiment performance to around 7 ms for the whole data
set. During this scanning, two recording channels take corre-
Fig. 2. Trace 1—time dependence of the signal from the Hilbert spectrometer
prototype, irradiated by pulsed 94 GHz radiation with 1 MHz repetition rate
and 200 ns pulse duration. Trace 2—example of possible complex integration
window, consisting of nine simple ones.
sponding values in consecutive order (at constant biasing signal)
and store them simultaneously.
The developed data acquisition system has several opera-
tional regimes. First, the input analog signals can be directly
recorded by ADCs (ADC mode). Second, they can also be
recorded using an integration function (Integrator mode) at
every data point or averaging whole data arrays. Measurements
control parameters can be chosen using the software, which
illustrates the measuring process on a control PC as well.
The hardware gives the possibility for the operation in ADC
mode (that is, in principal, also the integration on the ADC
input) with a time parameter, characterizing the signal integra-
tion interval of ns. During this time the noise signal is
averaged, and an effective frequency bandwidth of the analog
signal measuring channel is MHz. In the
integrator mode every data point can be integrated over a simple
integration window, characterizing by its start and end points, or
over a complex integration window, consisting of several simple
ones. The time duration of the integration window can be set
with 40 ns time domain. If the integration is performed over the
time interval , it leads to the effective noise averaging over this
time and to a decrease of its value by a factor of . The
data sampling rate for the ADCs in use is about 800 kHz.
B. Experimental Set-Up
The W-band has been chosen for the characterization of the
new Hilbert spectrometer prototype. This is a highest frequency
range where precision commercial attenuators and fast PIN-
switches are commercially available. An experimental set-up is
similar to that one used in [14] for the characterization of the
high- Josephson detector dynamic range. An essential differ-
ence is in the electronic blocks of Hilbert-spectrometers. As a
source of the radiation we use a Gunn oscillator operating at
94 GHz. The modulation signal was taken from a pulse gener-
ator, which gave continuous pulse train with 1 MHz repetition
rate and 200 ns pulse duration. With this pulse repetition rate
and the data sampling rate of used ADCs, every second pulse
could be registered.
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Fig. 3. (a)—measured response function and the I–V curve of the selective
Josephson detector. (b)—spectrum of pulsed 94 GHz radiation, recalculated
according to Hilbert spectroscopy. The dot line is a lorentzian fit.
III. RESULTS AND DISCUSSION
A principal suitability of the analog electronic scheme for fast
spectroscopic experiments with pulsed radiation can be seen in
Fig. 2. The trace 1 in Fig. 2 represents the pulse signal from
the irradiated Josephson detector, amplified by analog electronic
scheme. This figure demonstrates a good reproducibility of the
chosen external radiation time structure by the analog electronic
part of the developed prototype. Trace 2 in Fig. 2 represents an
example of the complex integration window, consisting of nine
simple ones.
Electrical characteristics for the Josephson junction (
Ohm, A at K), i.e., junction – curve
and its response, obtained when the Hilbert spectrometer pro-
totype was irradiated by pulsed monochromatic signal are pre-
sented in Fig. 3(a). These results are similar to that ones obtained
in slow regime with stationary signal [14]. The results of a spec-
trum transformation according to Hilbert spectroscopy theory
and its lorentzian fit are shown in Fig. 3(b). This figure demon-
strates good agreement of experimental results and theory pre-
diction. An achieved spectral resolution of 9 GHz is very close
to theoretical estimation of that one for this experiment.
The results of the response amplitude measurements in two
different regimes are summarized in Fig. 4. A power scale on
these plots demonstrates the power of signal, which was induced
by external radiation and interacted with Josephson junction.
Solid lines indicate square-law behavior, which characterizes
selective Josephson detector at low external signal level. Ar-
rows show the noise level and a limit sensitivity at output signal
to noise ratio equals to 1. Fig. 4 also demonstrates a dynamic
range of the external signal power, i.e., the external signal power
range, in which a deviation of the selective Josephson detector
behavior from the square law is less than 3 dB.
As it can be seen in Fig. 4(a), the minimal external
signal power registered in the ADC mode, equals to about
Fig. 4. Dependence of the current response amplitude of Josephson detector
in selective regime versus external monochromatic signal power. (a)—results
obtained in ADC mode; (b)—results obtained in integrator mode with using
integration function over the complex integration window consisting of seven
simple ones with time duration of about 280 ns.
1 10 W 70 dBm . The dynamic range in this regime
is about 17 dB (signal power between 70 and 53 dBm).
This result is in the good agreement with dynamic range value,
measured in slow regime with narrow bandwidth (around
1 Hz) of the measuring channel [5]. Therefore, one should
expect a drastic decrease of the dynamic range value with
respect to observed in [5] (50 dB) when the bandwidth of the
measurements increases up to about 10 MHz. Namely, the
dynamic range value decrease has to be about 35 dB. The
experimentally observed 17 dB dynamic range is still a signifi-
cant power range. It gives possibilities for the optimization in
spectroscopic experiments with unknown radiation spectrum
using Hilbert spectroscopy technique.
It is very important, that the low-noise cryogenic preamplifier
(LNA-1618) has been used for the development of fast, broad-
band electronics. All commercially available operational pream-
plifiers [15], operating at room temperature, have about 10 times
higher typical noise levels, and those usage would lead to 10
times higher value of minimal registered signal power and 10 dB
less dynamic range. This fact could lead to significant problems,
and it makes even impossible measurements in the regime de-
scribed above.
The results of a dynamic range study in the integration mode
are presented in Fig. 4(b). In this case, the integration over the
complex window, consisting of 7 simple ones with the duration
of about 280 ns, has been used. This integration window con-
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figuration has been chosen in order to optimize the integration
process of every data point over the time periods when the pulse
signal is present and not to increase the whole data set measuring
time, which is limited by the rate of control channel. The usage
of the integration window, consisting of a higher number of the
simple windows, as well as the usage of the whole data sets av-
eraging function leads to an increase of the measuring time.
In described integration regime the effective time of each data
point integration (noise smoothing) equals to
ns, and the significant decrease of about 7.5 dB of the min-
imal registered signal power in comparison with ADC mode can
be easily observed in Fig. 4. This improvement of the sensitivity
and the corresponding enlargement of the dynamic range are in
a good agreement with a theoretical estimation of a system noise
decrease, which gives a coefficient . A minimal
external signal power that can be registered in this regime equals
to about 1.8 10 W 77.5 dBm .
System signal characteristics can be improved by implemen-
tation of the analog preamplifier with the noise level lower, than
that of LNA-1618. In our case, the limit sensitivity is about
times worse than that one determined by the selective
Josephson detector, because the preamplifier noise level exceeds
the Josephson junction noise level.
To improve the parameters of the Hilbert spectrometer proto-
type, it would be also preferable to:
1) increase the scanning rate of the controlling channel;
2) use faster ADCs in the measuring channels;
3) enlarge the amount of the storing data points;
4) increase the rate of the data transferring system.
IV. CONCLUSIONS
The Hilbert spectrometer prototype based on the high-
Josephson junction for the operation with pulsed far-infrared
radiation is developed and characterized.
The measuring time of this prototype is shown to be as small
as 7 ms for 512 points data set. The power dynamic range of
the external W-band signal in the ADC mode was 17 dB above
the minimal power of 1 10 W 70 dBm that can be reg-
istered with around 10 MHz frequency bandwidth. The cor-
responding parameters in the optimized integrator mode were
shown to be 24 dB and 1.8 10 W 77.5 dBm . Addition-
ally, there is the possibility of these parameters improvement,
increasing the measuring time and using the integration func-
tion over the larger pulse number or averaging the whole data
sets.
The prototype of Hilbert spectrometer, described here, can
be used not only in the W-band, where it was characterized at
pulse operation mode, but also at higher frequencies up to 4 THz
[5]. However, similar characterization of this spectrometer in
the pulse operation regime at subterahertz and, especially, at
terahertz ranges is definitely a more difficult problem due to the
lack of precision attenuators, fast switches, etc.
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